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Abstract —We have measured the aperture-array uoise temper¬ 
ature of the first Mk. II phased array feed that CSIRO has huilt 
for the Australiau Square Kilometre Array Pathfiuder telescope. 
As au aperture array, the Mk. II phased array feed achieves a 
beam equivaleut uoise temperature less thau 40 K from 0.78 GHz 
to 1.7 GHz aud less thau 50 K from 0.7 GHz to 1.8 GHz for 
a boresight beam directed at the zeuith. We believe these are 
the lowest reported uoise temperatures over these frequeucy 
rauges for ambieut-temperature phased arrays. The measured 
uoise temperature iucludes receiver electrouics uoise, ohmic losses 
iu the array, aud stray radiatiou from sidelobes illumioatiug the 
sky aud grouud away from the desired field of view. This phased 
array feed was desigued for the Australiau Square Kilometre 
Array Pathfiuder to demoustrate fast astrouomical surveys with 
a wide held of view for the Square Kilometre Array. 

I. Introduction 

CSIRO developed the Mk. II phased array feed (PAF) ||T] for 
the Australian Square Kilometre Array Pathfinder (ASKAP) 
Q to demonstrate fast ashonomical surveys with a wide field 
of view 0 for the Square Kilometre AiTay (SKA). The SKA 
is an international project to build the world’s largest radio 
telescope with a square kilometre of collecting area 0 - 

Over the next two years, CSIRO will install Mk. II PAFs 
on thirty 12 m parabolic reflector antennas of the ASKAP 
telescope. ASKAP uses digital beamforming to simultaneously 
process 36 beams from each PAF, increasing the field of view 
of each reflector antenna by a factor of 30 over the same 
antenna with a single-pixel feed 0 . 0 - 

This paper presents aperture-array noise temperature mea¬ 
surements of the first Mk. II PAF. We made these measure¬ 
ments at the Murchison Radio-astronomy Observatory (MRO), 
as shown in Fig. using an accurate Y-factor technique 
developed to verify the noise performance of prototype phased 
array antennas for ASKAP and the SKA ||7|, |[8). The Y-factor 
is the ratio of beamformed power between observations of two 
scenes with different but known brightness temperatures. 

Fig. 0 shows that the Mk. II PAF achieves a beam equiv¬ 
alent noise temperature less than 40 K from 0.78 GHz to 
1.7 GHz and less than 50 K from 0.7 GHz to 1.8 GHz for 
a boresight beam directed at the zenith. We believe these are 
the lowest reported noise temperatures over these frequency 
ranges for ambient-temperature phased arrays. Our results are 
comparable to the Low-Noise Tile developed by ASTRON 



Fig. 1. Aperture-array Y-factor measurement of the Mk. II ASKAP PAF near 
antenna 29 at the MRO. The array is supported on the ground so that it points 
face-up at the zenith. A telehandler is used to position a large microwave 
absorber load over and alternately away from the aiTay. 
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Fig. 2. Measured beam equivalent noise temperatures of the Mk. II ASKAP 
PAF for a boresight beam with maximum S/N weights. The upper curve is 
the system temperature Tsys with all noise contributions. The lower curve is 
the partial noise temperature Tn that does not include the background radio 
sky and atmospheric contributions via the main beam. The shaded band around 
each line represents the measurement uncertainty calculated following 0.The 
three colours represent sepai'ate measurements in different sampling bands. 
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0 to demonstrate improved sensitivity for a Mid Frequency 
Aperture Array element of the SKA and the thick Vivaldi 
element array developed by NRC H) for use as a PAF on a 
reflector antenna. 

Sensitivity of the Mk. II PAF has been significantly im¬ 
proved over the Mk. I which had a steep degradation above 1.2 
GHz, becoming less than half as sensitive above 1.4 GHz GD- 
The improvement was achieved by enhancing antenna array 
and low-noise amplifier (LNA) designs following very careful 
measurements of LNA signal and noise parameters GD- 

Both Mk. I and Mk. II ASKAP PAFs are based on a 
connected-element “chequerboard” array 03 that is dual- 
polarized, low-profile, and inherently wide-hand. The Mk. II 
PAF tested here has since been installed at the focus of an 
ASKAP antenna where it has demonstrated good on-dish 
sensitivity from 700 MHz to 1.8 GHz |T4|. Work is also 
underway to develop LNAs with newer transistors and lower 
minimum noise temperatures G3- These could be used to 
build more sensitive PAFs for the SKA or to upgrade ASKAP. 


H. Aperture-Array Measurement System 

We followed the Y-factor noise measurement technique 
described in 0’ but with second generation ASKAP digital 
hardware on a new test-site at the MRO in Western Aus¬ 
tralia. Fig. [T] shows the array under test on the ground near 
ASKAP antenna 29, which is located at 26.6902147896 S, 
116.6371346089 E | |T6l . Antenna 29 is cabled with an addi¬ 
tional fibre junction box so that we may test an array on the 
ground as an aperture array (this paper) or at the focus of 
the reflector GD- This system is supported by a full single¬ 
antenna ASKAP digital receiver G3 and beamformer G3 in 
the MRO control building. 

The 188 radio-frequency (RF) signals from the “chequer¬ 
board” array are directly modulated onto optical fibre links that 
traverse 1.4 km to the digital receiver in the control building. 
The digital receiver G3 directly samples 192 signals (188 
from the PAF and 4 spare) and then uses an oversampled poly¬ 
phase Alter bank to divide these signals into 1 MHz chan¬ 
nels. Each directly-sampled band has approximately 600 MHz 
RE bandwidth, but only 384 MHz are passed to the beam- 
former in the current configuration. A particular contiguous 
384 MHz sub-band is selected for beamforming via a software 
command to set the centre frequency. 

Table lists the frequency ranges of the three sampling 
bands used to cover the ASKAP band and the particular 
384 MHz sub-bands selected for the measurements in this 
paper. A fourth sampling band covering 600 MHz to 700 MHz 
is available for experimentation with arrays that work at lower 
frequencies as planned for the SKA. 

Eor each measurement, a box lined with microwave absorber 
was positioned over the array under test using a telehandler as 
shown in Pig. [T] The telehandler arm was then swung away 
so that the array could observe the unobstructed sky. The 
3 m X 3 m absorber box is made with conductive carbon 
fibre. It is 700 mm tall and is lined with 600 mm long 
pyramidal cones of microwave absorber (Prankosoib®P600) 



Fig. 3. Broadband noise is radiated into the array under test from an antenna 
suspended directly above the centre of the array. Correlating a copy of this 
noise with the received signal from each aiTay port allows the calculation of 
weights to steer a beam at the zenith. 


with 300 mm x 300 mm square bases installed tips-down. 
The manufacturer quotes reflectivity of -30 dB at 900 MHz 
for normal incidence. 

The “chequerboard” array surface was 1,310 mm above the 
ground. The vertical distance between the absorber cone tips 
and array surface was between 500 mm and 900 mm (cf. 
1,270 mm in 0)- Compared to the 2.44 m x 2.90 m wheel- 
on-track absorber at Parkes jT], it was not as easy to control the 
height and lateral position of the absorber over the array with 
the telehandler at the MRO. Although with further practice we 
could probably position the absorber with 100 mm accuracy. 

The uncertain absorber height should have a small effect on 
the measurements presented here because we are using a larger 
absorber much closer to a larger and more directive array than 
in Q. This means the absorber illumination efficiency a will 
be higher so relative errors in a due to absorber height vari¬ 
ation, and their impact on noise temperature measurements, 
will be smaller. We also limited measurements to times when 
the Galactic centre was below the horizon. 

The direction and polarisation of the beam were controlled 
via measurements of broadband noise radiated from a refer¬ 
ence antenna located directly above the array under test as in 
0 and 1^. At the MRO we mounted a log-periodic dipole 
array antenna (Aaronia HyperLOG 7025) on a plastic beam 
extending 2.4 m from one corner of the absorber box as shown 
in Pig. We used the telehandler to place the noise-reference 
antenna over the Foresight of the array, but at a greater height 
of 2.7 m above the array so that the reference signal would 
have a flatter wave-front at the array’s surface. 

III. Aperture-Array Noise Measurements 

The primary measurement was the Y-factor ratio between 
the beamformed power Phot received from the the microwave 
absorber at ambient temperature (nominally 294 K) and Pcow 
received from the unobstructed sky (nominally 8 K) 

y _ Phot _ w^RhotW 
E’coid W-f^Rcoldw' 






Here w is a vector of beamformer weights and Rhot and Rcoid 
are the sample array covariance matrices measured towards 
the absorber and unobstructed sky respectively. The RHS of 
Equation 0 is evaluated offline using covariance matrices 
calculated by the ASKAP beamformer pflj according to 

1 ^ 

R = - ^ x(n)x^(n) (2) 

n—1 

where x(n) is the n* time sample of the column vector of 
188 complex array-port voltages x(f). Covariance matrices, 
beamformer weights, and beamformed Y-factors are calculated 
independently for each 1 MHz digital receiver channel. We 
used maximum signal-to-noise ratio {S/N) weights for a beam 
directed at the zenith 0, |2g, HIT) 

W = (3) 

where r^d is the sample cross-correlation vector 

^xd = x(n)d*(n) (4) 

n—1 


and d{n) is a sampled copy of the broadband noise voltage 
radiated into the array to define the look direction and polar¬ 
isation state of the beam 0- 

We define sky-referenced beam equivalent system noise 
temperature 


2^sys — 2^ext,sky 2^ext,gnd (^loss ^rec)/^rad 


(5) 


where Text,sky is the component of noise temperature due to 
sky emission including the background radio sky and Earth’s 
atmosphere, Text,gnd is due to ground emission, Tioss is due to 
ohmic losses in the array. Tree is due to receiver electronics 
noise, and prad is the beam radiation efficiency. We calculate 
Tsys from the beamformed Y-factor via ||^ 


. T 

rj^ _ Xsys 
^ sys — 

^rad 


^^abs ^ext,sky(A) 

Y - 1 


( 6 ) 


where a is the absorber illumination efficiency describing how 
well the absorber load fills the beam. Tabs is the physical tem¬ 
perature of the absorber, and Text,sky(A) is the noise temperature 
component due to emission from the region of sky A blocked 
by the absorber when viewed from the array under test. 

As a step towards isolating T^ss and Tree to ease comparison 
of receivers measured at different sites and times, we also 
define the partial beam equivalent noise temperature 0 


Tn — Text,sky(it) “b ^xt,gnd (Tioss “b ^mc) /Vrad- 


(7) 


This is essentially Tsys less the external sky-noise T^^a,sky{A) 
from the region of sky blocked by the absorber, the remaining 
sky-noise Text,sky(B) is from the region B that is not blocked 
by the absorber. The partial noise temperature is calculated 
from the beamformed Y-factor via 0 


T„ = 


Tn _ aTabs ^^ext,sky(A) 


^rad 


Y -I 


( 8 ) 
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Fig. 4. Noise temperature contributions from the sky estimated via includ¬ 
ing the background radio sky, the Sun, and the Earth’s atmosphere. j7xt,sky(A) 
represents emission from sky blocked by the absorber and Text,sky(S) ihe 
stray component seen in both absorber and open-sky measurements. These 
were calculated for the absorber 500 mm above the array and only vary by 
1 K if the absorber is 900 mm above the array. Discontinuities arise because 
the three sub-bands were measured at different times (see Table |IJ and the 
array sees different parts of the Galaxy’s emission as the Earth rotates. 


The upper and lower curves in Eig. respectively show 
the resulting T^ys and Tn for the Mk. II ASKAP PAE using 
a = 0.96±0.04, Text,sky as estimated in Eig.0 and the infrared 
thermometer measurements of Tabs in Table ||] The value of 
a was calculated according to 0 assuming uniform weights 
and isotropic element patterns to estimate the array beam. It is 
difficult to accurately calculate Text,sky due to poor knowledge 
of the beam. However, provided the Galactic centre and Sun 
don’t enter near sidelobes, the result should be close to the 
estimates given in Eig. from the convolution of the ideal 
array factor pattern with a model of the sky emission. 

The combination of the large absorber, the directivity of the 
relatively large array, and limiting measurements to when the 
Galctic centre was below the horizon leads to an estimate of 
less than 1 K for the stray contribution Text,sky(B) from the sky 
beyond the edges of the absorber. The Sun was between 31° 
and 44° elevation for all measurements. It did not contribute 
significantly to Text,sky(A) or uncertainty therein as it was not 
high enough to enter the main beam or near sidelobes. 

The ripple in Eig. has an amplitude of 3 K to 4 K and 
a period of approximately 100 MHz that is consistent with a 
standing wave associated with the 3 m x 3 m absorber load. 
Plots of beamformed spectra show that, below 1.2 GHz, the 
ripple is seen only in the absorber-load spectrum and not in 
the sky spectrum. This suggests the ripple is introduced by the 
load and not the PAP. Above 1.2 GHz the load and sky spectra 
are both more complicated and it is harder to say where the 
ripple comes from without further experiments. 

Gaps in the frequency coverage of Pig. are due to 
intermittent faults in the calculation of the array covariance 
matrices by the beamformer. Matrices that were not Hermitian 
or not positive-semidefinite were discarded. We have since 
fixed the beamformer firmware to remove this problem. Two 
malfunctioning array ports were excluded from analysis by re- 
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moving corresponding rows and columns from the covariance 
matrices before further analysis. One large negative spike was 
removed from the final noise temperature curves, as it was 
likely due to narrow-band radio-frequency interference. 

IV. Conclusion 

Our aperture-array noise temperature measurements for the 
first Mk. II ASKAP PAF show a doubling of the bandwidth 
over which low noise temperature is achieved compared to the 
Mk. I PAF results in GH- Above 1.4 GHz, sensitivity as an 
aperture array has been doubled. This same improvement was 
seen in on-dish testing G3’ so astronomical surveys above 
1.4 GHz should be four times faster when made with Mk. II 
PAFs replacing equivalent numbers of Mk. I PAFs. 

Aside from the 4 K amplitude ripple, our analysis suggests 
that measurement uncertainty from other known sources is 
less than 1.2 K. This improvement on our earlier achievement 
of 4 K uncertainty 0 comes from using a larger absorber 
box closer to a larger array. However, we need to understand 
and mitigate the ripple in Fig. before we can truly claim 
1.2 K accuracy. We have commenced work towards this by 
measuring the absorber box at three different heights over the 
array under test. Lining the inside and lower edges of the box’s 
side walls with absorber may also help. 
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TABLE I 

Measurement parameters. 


Band 

Sampled 

RF Band 
(MHz) 

Digtal Centre 
Frequency 
(MHz) 

Beamformer 

Band 

(MHz) 

Observation 

UTC Epoch 
(yyyymmddhhmmss) 

LST 

Range 

(hh:mm) 

Absorber 

Temperature 

(°C) 

1 

700-1200 

891 

700-1083 

20140728013215 

05:41-06:10 

17±2 

2 

840-1440 

1243 

1052-1435 

20140728024948 

06:59-07:27 

21±2 

3 

1400-1800 

1603 

1412-1795 

20140728040738 

08:17-08:44 

24±2 




